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Electric Batteries 


F-170. McINTOSH DOMICILE BATTERY. 


A very neat design in a Dry Cell Faradic Battery 
adapted to home use. Contains a first-class induction 
coil and is supplied with a large dry cell of standard 
size. The starting switch is so arranged that it must 
be turned off before the lid is closed, thus insuring 
the life of the cell. It is put up in a handsome oak 
ease, dark old English finish. A most reliable, sub- 
stantial outfit and one that is sure to give satisfaction. 
Contains the following accessories: 1 pair conducting 
eords, 1 pair Universal wooden handles with Spongio 
discs, 1 pair metal handles, 1 nickeled foot plate. i 
pamphlet of instructions. 





wy CO TT oe Pee ee Se ae ee 35 00 X- 
ie = . Tr inch ta i 
pPiterOsl Bre og. F-175. MciINTOSH ELECTROLYSIS BATTERY. 


GHIbAgD 


This battery contains six No. 4 Columbia dry cells 
put up in a neat, leather covered, plush lined case 
containing a compartment for the instruments fur- 
nished. The dry cells will last for six or nine months 
with ordinary use. The following accessories are in- 
cluded: 1 pair conducting cords, 1 hard rubber needle 
holder, 6 Hayes’ bulbous-pointed steel needles, 2 steel 
broaches, 1 pair forceps, 1 magnifving glass, 1 No. 3 
hand Spongio electrode, 1 pair No. I handles and 
Spongio dises, 1 copy Hayes’ “Electricity in Facial 
Blemishes.” A most reliable and satisfactory outfit 
at a minimum of price. 


Pee © nn wuiewie wed eral be’ ou sweet Uw cee cor eee 





F-180. MciINTOSH 14 DRY CELL COMBINED GALVANIC AND FARADIC BATTERY. 


This outfit contains: 14 No. 4 Columbia dry cells, 
twelve in the galvanic portion and two connected with 
the coil. The galvanic cells are controlled by a cell 
selector switeh. The galvanic current is of sufficient 





strength to treat any case where a mild current is - omh 
indicated, heing ample for the removal of superfluous eS a i ea 
hair and all facial blemishes such as moles, warts, aa. 2, = 
Naevi, ete.; it can also be used for lighting diagnostic , . eo hah os 
lamps; the Faradic Coil gives a perfectly regulated at rs 


faradic current of variable intensity. The battery is Te 
put up in a handsome. plush lined, leather covered 
ease and contains a compartment for electrodes in 
the lid. 


Price. including connecting cords, Universal] han- 


dies ‘and Spommin Gists 2. cise e eo. daa pensess owes $17 50 
Price, including a complete assortment of ac- 
cessories for electrolysis and massage ........ a2 50 


F-185. McINTOSH “ELABORATE” 27 DRY CELL GALVANIC AND FARADIC 
BATTERY. 


This battery contains 27 No. 4 Columbia dry cells, 
25 of which are in the galvanic circuit and 2 in the 
faradic circuit. The galvanic current is controlied by 
we INTOSH the MacLagan wire rheostat and is accurately meas- 
(pfs eae ured by the milllamperemeter. The faradic coil gives 
| ge = ——— sy) «primary and secondary currents of great intensity. 
, 35... 43) ee" easily rezulated. The battery affords a galvanic cur- 
rent of great adaptahility; a primary faradic current: 
a secondary faradic current; a combined galvanic and 
faradic current and a current to light diagnostic lamps. 
The battery is encased in a handsome, dark, weathered 
oak case, measuring 7x9x17 inches. 

Price, including conducting cords, Universal han- 
Gres and Sporimio: Gist . .. eemce nes vw eaccebeaws 235 00 


QUALITY GUARANTEED.—Specify section letter and number in ordering. 
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McIntosh Electric Batteries and Wall Plates 
F-19090. McINTOSH COMBINED GALVANIC AND 
FARADIC FLUID BATTERIES. 

We illustrate the 12 cell type of our combined 
palvanic and faradic fluid battery. These batteries 
are all put up in finely finished, polished black 
walnut cases. An aluminum electrode box in the 
Md of the case provides suitable accommodation for 

' the conducting cords, Universal handles and Spongio 
discs furnished with each outfit. 
MeIntosh 6 cell combined galvanic and faradic 

SY BARROS wc reas des oes nia dtsrveeos aman £18 00 
VicIntosh 12 cell combined galvanic and faradic 

2a a a es ree ne "4 00 
MeIntosh 18 cell combined galvanic and faradic 

PGTG EERE | baa oe: wdc dodge oe eo bm we deg» 30 00 
McIntosh 24 cell combined galvanic and farndic 

} Pie Rather fis cliacdael Wot oa tea cee Sore 36 00 
F-195. McINTOSH NO. 66 PRACTITIONER'S 
FARADIC BATTERY. 
A most compact, serviceable faradic battery es- 
pecially suitable for visiting use, containing two 
standard size dry cells, put up in a handsome case 
of selected quartered oak finish, finely polished, 
measuring 9x6x7% inches, The induction coil, con- 
taining both primary and secondary windings, is 
finely finished in polished hard rubber and is at- 
tached to a handsome enameled slate base. The 
strength of current can be regulated perfectly by 
drawing out the shield. In the top of the lid is a 
compartment containing the following electrodes: 
1 pair of conducting cords, 1 pair Universal handles 
with Spongio dises, 1 pair metal handles and 
finely nickeled foot plate. 
Prsea,. COG eOTe . nee mca eee e tens wae wea Std OF 
| F-200. McINTOSH NO. 7 WALL PLATE. 


The special advantage of this plate is its simplicity, all 
superfluous features having been done away with, in- 
cluding oniy the fundamental points of a practical and 
simple apparatus. Instead of having a number of com- 
plicated switches to opernte there is but one switech—the 
surrent selector, which selects either galvanic or faradic 
current with one motion. 

The plate consists of a polished marble base 914x15 
inches, containing MacLagan wire rheostat, which controls 
both gaivanie and faradic currents; a substantial induc- 
tion coil, offering primary and secondary currents; and 
our new condensed type shunt meter $)-309, 49-150, meas- 
uring the galvanic current. 

This plate may be operated with the 110 volt direct 
current or with a battery of cells; or 4 rectifier with 
potential equalizer may be employed sutisfactorily with 
ihe alternating current, 

Price, including conducting cords, Universal handles. 





sponge dises and series current tap with cord.....827 50 
Price, put up in style “HW” oak case, with beveled 
Pent tise | crisis | Tt; GOT aay cous oreeenanry«sasse let bind= Oo. GO 


QUALITY GUARANTEED.—Specify section letter and number in ordering. 
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Victor Wall Plates and Cabinets 


Vietor wall plates and eahinets are recognized and 
recommended by this country’s most eminent electro- 
therapeutists as being perfect in control, casy of manipu- 
lation, extremely durable, correctly designed and elegantly 
finished. 

These facts will bear investigation and ought to satisfy 
the most discriminating purchaser. 

We give herewith price of the various combinations 
with condensed description. For complete information. 
send for special catalog of Victor wall plates, 

There are three stvles of Victor plates, Nos. 1, 2? and 3. 
No. 1 is the $50.00 plate; No. 2 is the medium priced 
plate (sometimes known as the “Standard” Victor plate). 





and No. 3 is the high tension plate, having an extra long 





secondary winding. 


Victor Cabinet No. 4. 


There are three stvles of cabinets, viz: 

No. 1\igla condensed type of square cabinet 
and is used for No. 1 plate only. 

No. 2 eabinet is the regular square cabinet 
and can te mounted on either wall or table. 

No. 3 cabinet is to be mounted on wall. de- 
signed something on the order of the upper il- 
lustration. 

No. 4 cabinet is reproduced in upper illustra- 
tion. 

No. 5 is a floor cabinet and is reproduced in 
lower illustration. 

No. 6 is on the same order, only that provi- 
sion is made for housing a battery of dry cells, 
instead of transformer. 

The prices are as follows: 


*F2201 Npipay Nova plate in No, 1 ease...$50 00 
*F-202 No. 2, No. 2 platé in No. 2 case... 75 00 
*F-203 No. 3, No. 2 plate in No. 3 case... 90 00 
F-23204 No, 4. No. 2 plate in No. 4 case 

with No. 9 Transformer for 

eautery and sinusoidal ........ 165 O00 
F-206 No. 5, No, 2 nlate in No. 5 cahinet, 

with No. 9 Transformer for 

cautery and sainusoidal........ 180 00 
*H-907 No. 6, No. 2 plate in No. 6 cabinet, 

complete with batteries; plate 


to be used for batteries........ 155 00 
*F-208 No. 7, No. 3 high tension plate 


img INGs | Q@YGRHG) ao ida cas od Wee 105 00 

*F-209 No. 8, No. 3 plate in No. ¢& case...120 00 

*F-211 No. 9. No. 3 plate in No. 4 case...195 00 

*F-212 No. 10, No. 3 plate on No. 5 case..210 00 

*F-913 No. 11. No. 3 plate on No. 6 case..165 00 
4F-214 Oxford wall or table plate (no 

ft tO) ee ee eee eee 35 OO 





Victor Cabinet No. 5. 


QUALITY GUARANTEED.—Specify section letter and number in ordering. 


| 





eis _ . 3 
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McIntosh Wall Plates and Cabinets 
F-220. McINTOSH TYPE 12 PLATE IN STYLE ‘‘G” CASE. 


The dial current. selector, a strong point of 
this outfit, simplifies the selection of currents, 
affording choice of eleven modalities with one 
turn of the knob. 

Contains an aseptic porcelained steel plate 
including MacLagan wire rheostat, McIntosh 
improved milliamperemeter with shunt, mono- 
motive rheotome, a large faradie coil with pri- 
mary and secondary windings, transformer for 
eautery and sinusoidal currents; and may be 
employed with the 110 volt direct current with a 
motor generator; or with the alternating curren, 
in connection with our rectifier with potential 
equalizer. 

The apparatus offers the following currents: 
galvanic, diagnostic lamp, fast primary faradic, 
slow primary faradic, slow secondary faradic, 
combined galvanic and faradic, low potential 
sinusoidal, high potential sinusoidal, combined 
galvanic and sinusoidal, and cautery. 





ree. AM CRI Me «> ye seals ge «foe Gide dla Sh Ede mee bese hg aes Goedel ees COGN ope ee Pa $80 00 
Price, with rectifier and potential equalizer for 100-120 volt alternating current..... 105 0D 
Price, with motor generator for 110 volt direct current ..icc cece nee reid bese see ea nee 195 OV 
Price, including 50 No. 6 dry cells in hox with special motor generator ...........-. 116 00 


F-225. McINTOSH NO. §6 PLATE IN STYLE “E” TABLE CABINET, 


This is a new departure in electro-therapeutical apparatus, 
combining the compactness of a wall plate with the con- 
venience ot a table plate. The outfit is especially adaptable 
to the alternating lighting current, and, in conjunction with 
the alternating current rectifier, which can be accommodated 
on the shelf beneath the table, it furnishes a wide range of 
valvanic, faradic and sinusoidal currents—continuous or in- 
terrupted. The cabinet work is in the form of a handsome 
library table of quarter-sawed oak, dark golden finish <A 
pair of conducting cords and sponge electrodes are included 
with each ontfit. 

Price, Including No. 1 rectifier with potential equalizer 

for Bifervatinw GUITERE sae ss we weec He asd eden daanbes $95 00 

Price, wired for 110 volt direct current ...............05 70 00 





F-230. McINTOSH NO. 6 PLATE IN STYLE “A” 
WALL CABINET. 

Contains an aseptic porcelained plate containing: 
MacaLagan wire rheostat; McIntosh improved milliam- 
peremeter with shunt; automatic rheotome; a large 
faradic coil with primary and secondary windings and 
fast and slow vibrators, together with the necessary 
switches and binding posts for administering the gal- 
vanic and faradic currents. A direct lighting or power 
current of 110, 220 or 500 volts may be employed to 
energize the apparatus. A battery of 43 wet or dry 
cells will answer equally well. The alternating light- 
ing current can be emploved in connection with a 
liquid rectifier. The cabinet is constructed of selected 
quarter-Sawed oalc in fine, golden finish and contains 
Leveled plate glass in door. A pair of conducting 
cords and sponge electrodes are included. 

Price. arranged for 110 volt direct current or 

AE us, aga shih, we'd dba po Te wdaet By SS. elle Oe -. +860 00 
Price, arranged for 220 volt direct current.....,. 62 00 
Price, arranged for 500 volt direct current...... 65 00 
Price, arranged with sinusoidal switch for al- 

CArnatings CYGAG cages aus la md eee oi Bees wre 6250 





QUALITY GUARANTEED.—Specify section fetter and number In ordering. 
B-28 
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Sinusoidal Apparatus 


VICTOR MULTIPLEX SINUSOIDAL APPARATUS. 


This instrument has been designed to meet 
the requirements of the various authorities on 
Sinusoidal therapy and is being used by them 
at the present time. 

Slow Sinusoidal, Rapid Sinusoidal multiplex 
{a combination of the afore mentioned currents) 
Surging Galvanic and the Stralght Galvanic cur- 





rents 





the voltage 


are obtainable from this instrument: a 
dead-beat, hand calibrated, double sealed, shunt 
milliamperemeter being in the galvanic circuit 
for measuring the dosage. 

The frequency of the sine wires as wel] as 
are under absolute control of the 
operator with an unusually wide range, it being 
possible to stimulate the heaviest involuntary 


muscle at its normal periodicity, as well as the 
most delicate nerve, the frequency ranging from six per minute up to and exceeding 
seventy-five hundred per minute. The voltage is from zero to ninety. 


Price as shown, arranged for 110 V. D. GC. ........ 


Additional for rectifier if used on alternating current 


cae Wt hoe >> pw wad Oks alee oe a= sean ee $100 00 


gud We ae-7 yO mss ma elen } 2eGOT6S 3 15 00 


F~234. McINTOSH POLYSINE GENERATOR. 


4. manifest improvement over all forms of 
sinusoidal apparatus heretofore offered is pre- 
sented herewith. It consists of a rotary con- 
verter which furnishes both direct and alter- 
nating currents, ‘‘earth free,’’ suitable for bath 
ireatment if desired. These currents may then 
be passed through a rotor and converted into 
various forms of slow sinusoidal. surging gal 
vanie and compound sinusoidal currents vary- 
ing from one to sixtv periods per second. 

‘the Apparatus is mounted upon a porcelained 
steel plate containing dial current selector, 
condensed iype shunt meter and MacLagan 
rheostat, in addition to the above, and is put 
up in a handsome quartered oak case. 

The apparatus is primarily intended to be 





F -234 


operated with 110 volt direct current; but may be employed with the alternating current 
by the addition of our No. 1 rectifier with potential equalizer, 

The physician who is thinking of placing a sinusoidal apparatus in his office should 
not fail to investigate the special merits of this apparatus. 


Price complete, as illustrated, for 110 volt direct current .........0..-.. 0000-2 e eel £125 40 
Price, including No. 1 rectifier with potential equalizer for alternating current..... 150 00 


QUALITY GUARANTEED.—Specify section 


letter and number in ordering. 


= 


SS 
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Rectifiers and Generators 


F-205. McINTOSH IMPROVED ALTERNATING CURRENT RECTIFIER WITH 
POTENTIAL EQUALIZER. 


We offer this rectifier as the most satisfactory 
method of converting alternating current into direct 
current for use with a wall plate. It consists of four 
jars containing a chemical solution which lasts about 
a year and can be cheaply replenished. 

The current obtained from most rectifiers heretofore 
offered has been objected to because of its pulsatory 
sensation. By the addition of the potential] equalizer 
to our rectifier this pulsation has heen eliminated so 
that a smooth, steady current suitable for the most 
delicate application is obtained. 

The rectifier is contained in a neat box with polished 
marble top with resistance lamp. knife switch, etc. 





No. J, for 100-120 volts, complete, price .........$25 00 
No. 2, for 100-120 volts, omitting potential sane’ 

Smee GU et bd avers Oekwtd fabs eee 15 00 
No. 38, complete for 220 volts, “Trisha lier potential 

ChMmeaeat, MiCe |. ce same Peak tae aPdaeh. astwere 35 00 
No. 4, for 220 volts, omitting potential nc a 

MIA. 5:3 ca an 0d Gol Obie eB Oak Ge ahead aatoen Jobe a 25 00 


F-236. VICTOR DIRECT CONNECTED GENERATING SET. 


There is only one correct and satisfac- 
tory method of changing the alternating 
to direct current for wall plates, etc., 
and that is by means of a small dynamo 
driven by a motor, the two machines 
being directly connected without the use 
of belts, which by tbe way is a very in- 
efficient way of generating electrical cur- 
rent. 

The Victor set has been in use for 
many years for this work and we recom- 
mend it most highly. 





Price of No. 1 outfit, “4% ampere 


CEPSULY ain} -obagea esa owes sieue o% --$60 090 
Price of Noa. 2 outfit, 1 ampere 
SOO Ne ne a on ee 90 00 





F—210. McINTOSH GENERATING SETS. 


_ Most generating sets heretofore offered the profession fer 
converting alternating current into direct for use with a 
wall plate have consisted of an alternating current motor 
and a direct current generator mounted upon an iron base. 
With this improved form the expense of the base is done 
away with. the generator being mounted on top of the 
motor, to which it is belted, thus saving room. 

The smaller size is suitahle only for operating a wall 
plate; while the larger types will furnish power for operat- 
ing a static machine or other apparatus. 





No. 1 furnishes 44 ampere 110 volts D. C._............. $60 00 
No. 2 furnishes 94 ampere 110 volts D. C............... 78 00 
No. 3 furnishes 144 amperes 110 volts D. C............. 100 00 


QUALITY GUARANTEED.—Specify section letter and number in ordering. 
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Electrodes 





id F -490 P41 Fed? 








F-390 F-395 F -405 F -385 F-365 F-350 F-340 F-~330 F-345 F -460 
QUALITY GUARANTEED.—Speclfy section letter and number In ordering. 
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Electrodes 








y | 
F~500 F-455 F -440 
4 
CORD TIPS AND CONNECTORS. 
Psa50 Bendy Conmatter (6) .. oem eae sib lai ewe ee Cn ae wes ese es a pee Eee hee 0 iz 
i*-285 WHerdman’s Connector (H) for sheet Metal .... eee eee ce te eee 3 
7-990 Herdman’s Commector (HZ) double ...4 ccc cee eee eee eens Ta 
F-29595 McIntosh Adjustable Cord Tip (A) per “pair Sehewtubenteva ruses Peeeue vam 15 
F-300 McIntosh Universal Cord Tip Connector (B) ...... ccc ccc cc ete yA. 
F-205 MeIntosh Double Comméctor (1D) onccgpaclcctw ee ce bette ee ne eet ete eens 1h 
F-310 McIntosh Universal Electrode Connector (1) es rats aie cite Gay ae A adage 1% 
ELECTRODES AND HANDLES. 

F-320 Abdominal, Hayes’, spongio piline, No. 66 ......66.- cece eee ee ee eee ets 1 26 

Faso jee eee Bi. ds cet Wk des Pe bic Perse ese e ter tes epee nee ae Ree hee isk ead a hee 40 
Begie0 rush, aetaliio, ING, UT .. ceee ccc ere renee See caw eae bed seaweed een ees 50 
F-856 DisG. 6 #ize®, ING. BE ow ees sea ene e t's leah wed} tieuield tle wheres a2 oc See ee each 20 
¥-340 Duchenne’'s, metallic points, NO. 26 ....-.....06 ape ebstioeiaant per pair 20 
BW-845 Mar, dowple, No... 48 2. ccacw cn eess a ee SUA ood bab hale hl Peds o RAN nein boa wg hee 1 Sv 
F-23250 TDrb’s, 3 sizes, No. 102... gan deaes biases oh bo ehh ediha ae Mey hT KS = ga eee ey each 25 . 
Po855 Jove cig Shape, No. 84 ccs sade ae wee ee secre ee lee ee eee me ee ie 1 00 
*F-360 ye, double, adjustable, NG. 74 1.0.2... .c eee eee eee eae ee 1 26 
P-860 oye, (at, Gonper, No.7 cack ee ee ke nes eee se Pte era ema ee ee esa ee BO 
F-370 Fistula, copper, No. 143 ...........0.. Ww ea doy Wucwiccewna 1 ae ida bWenls SA7d dO Al) 
‘Width: Poot btate. tahemal, No. Be jes feese be eee o's pe R Da dela 2 OS Oi ae eee OY Lees 3 
F-380 Hand, spongio, rubber back, NO. Bow... eee ee eee tee cet eens 60) 
B-385 Handle, Piupbell’s, Beemtic digc. NO. 2 ow. ae etme eee cee. eed ees cas 50 
F-39090 Handle, metal, nickel- plated, No. 40, a | decd Ladies: oO meee aerewid per pair 30 
F-395 Handle, universal, with spongio @iscs, NO. 2 oo. e ccc eeeee per pair 60 
*K-400 Handle, universal, With Bet griPew, Ho. GieCe: . 0.1). b we cba anew ta cee per pair 4h 
F-405 Handile, universal, with interrupter, No. 87 .........06. cece ee eee neererneens 60 
*r-420 Nasal, Sharp’s, single, No. 64 wceeserse essence cee eee eee eee ee 7D 
HW -825 “Wiel, Shares, Gouble, ING, Gh. aniw sees hs ee wea ee be nid meee eee bee 1 59 

F-48060 Neck, flexible hard rubber, with disc, No. 30-A ......0-. cba ce cee ene 70 
F-435 Prostatic, epee st Pee RG!) aces ao fea e ww codes) Se ee ier ls we Re ae 3° 600 
F-488 Prostatic, Neiswanger’s, new, No, 131 cht Seg Lee at ae, - Wh ehue Beis 2 0 
W-440 Rectal, copper, for haemorrholids, No. B8-A ... ee cee eens 1 00 
E945 Hiatal sieved. We) SE iediecs so sees aeons bea p> EI. . eee oes ea nes 1 aa 
P4660 Euctai, Patterson's, hotlow,- NG. GT ...euys beh bb on eae... eee Oo eg eee 2. 25 
F'-455 Rectal, straight, No. 7 ......+.. Side dd el eee ne eee oe Se ee eo 90 

Peiso Pidiier sor mgenme, Nea: 17 os. oa gmees ewe ewes te ee OG mee ew oii ee eek glee 1 60 
H-465 Drethral, Armstronge-Netawanwer’s, No. POR 26: enn eee ee ew ee PE 3 BO | 
e475 Weekes!) “spre, Mexthie: Wo: 20)\-c <6. e356 cog teed Of aig ~ mr Tee. we ee ee pO | 
F47% Wrethral, rigid; Hard: rubber. breulated, NO. -21 on. sie nes beet dane sc ewes s 50 
F-480 Urethral, set of 12 olives, No. 70, fitting electrodes Nos. 29 and 21 .......... 1 59 
Peer, Terie Pel) SIGE Gale Wa awe coud bow are e'saG Dee wb bo cd's & Peerage = pr aee oe Ue oe 60 
F-490 Uterine, Goldspohn’s, copper, No. 119, set of 4 sizes. 33.00; each ............. 1 00 
F-500 Uterine, Neiswanger’s, copper, No. 99, set of 4 sizes, $4.00; each ............ 1 25 
M5505 Vagiial, Goelet'’s, bispoler, ING; BO Fiwsea- wees ce reeeecsceaewrese nr eens ttnsegae ut OO 
F510, Vazinel, Goeldgspohn's, copper ball, Wo. 26 eo ks voit bea clans wan Fen lawkee ces 1 00 
F812 Vaginal, Néelswhneer's, cataphoric, Io. 88 cic eew ils taees esac eens di ees sewweane 2 60 
F-65T6- Varictcele, Neaiswrecer se, Now 0S .. cas c cyte es Oe eps © ese wee eee eb wee ee ed 1 450 
F-p20 Wrist and Arm, No. 30, samne stvle 9s P-480 ..... cede cacmacisevnsciaberuin Tp 


QUALITY GUARANTEED.—Specify section letter and number In ordering. 
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Transformers 


F-238. VICTOR ALTERNATING CAUTERY 
TRANSFORMER. 


This machine is so arranged that the cautery knife 
can be heated and the diagnostic lamp lighted at the 
same time, each being controlled independently; this 
controlling is done by means of switch levers so con- 
structed that perfect and permanent contact is in- 
sured, 

This transformer has an unusually high efficiency, 
the current consumption heing only a little more than 
is actually delivered. 


Price, for either 52 or 104 volt current .........225 00 


F-235. MctNTOSH NO. 1 A, C. CAUTERY 
CONVERTER. 


This apparatus possesses many unique features not 
found in other instruments. It delivers a cautery 
current of large volume under perfect control, while 
a finely graduated rheostat provides absolute regula- 
tion of diagnostic lamps—entirely independent of the 
cautery circuit. A special adjustment, to suit the 
voltage of supply current permits of its being in- 
stantly adapted to an alternating crcuift of either 55, 
116 or 220 volts pressure. A convenient cut-off switch 
permits of the current being turned off immediately 

















when through using. 
in every 


the 


Price, including attachment plug with cord...... $25 00 





Price, complete as 
Additional for 125 


The appliance is finely finished 
and makes a handsome addition to 
armamentarium of a physician. 


to 155 cycle 





F-239. VICTOR NO. 6 TRANSFORMER. 


The No, 6 transformer is designed to give 
precisely the same service when supplied 
with an alternating current as is obtained 
from the No, 2 transformer on the direct 
current, with the exception of the sinusoidal 
current which in this case is drawn direct 
from the lighting current. The ear pump, 
instead of being attached direct to shaft of 
motor, is belted. 

The speed of the motor is controlled by a 
friction controller instead of clectrically. No 
pains have been spared to bring this instru- 
ment up to the usual ‘‘Victor’’ standard of 
excellence. 


shown for 60 cycle alternating CUITENE ......--. be eect eee eee $100 00 


QUALITY GUARANTEED.—Specify section letter and number In ordering. 
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Transformers 


= F-24141. VICIOR NO. 10 TRANSFORMER. 


This outfit is designed for eye, ear, nose and 
throat specialists or other physicians whose prac- 
tice calls forthe following modalities: 


Cautery current with range enough for all cautery 
electrodes, regardless of size. 


Diagnostic lamps of every description, Victor No. 
1 or No, 2 massage handies or nasal drills, pneu- 
matic massage or the vacuum bottle treatment. 


A most useful instrument where direct current 
is available. 





Price, complete as shown arranged for 110 volt direct current «....................$65 00 


Price, complete as shown arranged for 220 volt direct current .............2.20-000: 68 00 


F-242. VICTOR NO. 2 TRANSFORMER. 


‘The currents or modalities available 
from this outfit are: 

Cautery current with range enough 
to heat the largest cautery electrode. 


Diagnostic lamp circuit for al] minie- 
ture lamps regardless of shape or size. 


Motive power for vibratory massage 
and nasal drilling, facilities being pro- 
vided for attaching any of the Vicio1 
exible shaft appliances. 


Sinusoidal current may also be draw: 
from this instrument and controlled 
through any wall plate or similar con- 
troller. 





Pneumatic massage.—A small specially constructed air pump is detachably connected! 
to one end of the motor. The valves of this pump being so arranged that either com- 
pression, suction, suction with release or alternate suction and compression can he 
obtained at the will of the operator. 


The speed of the motor as well as the strength is ai all times under perfect control. 
This machine is operable on direct current only. 
Price, Gontplete as ahown for 110 or 320 wrolt direct current isees ss eda wees bbe eea nas $85 Ol) 


Price, complete as shown for 110 or 220 volt direct current wound for high speed 


and fitted for No. 2 massage handle but not including handle .................... 90 06 
Price of Victor No. 1 massage handle complete with set of six applicators....... =a oe OD 


QUALITY GUARANTEED.—Specify section letter and number in ordering. 
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Cautery Electrodes 





er and number In ordering. 


.—Specify sect 


QUALITY GUARANTEED 
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Cautery Electrode Handles 





F -600 


CAUTERY ELECTRODES, HANDLES, CORDS, ETC. 


F-545 Cautery Electrodes, A, B, C, D, BE, F, G, H, L J, 


Ty DM, WN, 'O, P, Q BG TS), gene} 64 6.654 ot oes a each $0 75 
°-550 Cautery Electrodes, fe RAGE lsd wiles ad 4 » heoa eae each 1 00 
re doo Cautery Electrode Handle, McIntosh, fiber .......... 1 50 
¥-560 Cautery Electrode Handle, McIntosh, universal, me- 
WELLC arawa bh salecyulindoa Ot au aclicskistevtheapiGs 1s\esnk4+ ass 5 00 
F-562 Cautery Electrode ‘Handle, McIntosh, “ave, with cords 
TRC ree Tyas win'ald aoe bb Qe date W Gin @ ele inte ay Soy Le Cee 5 00 
T’-565 Cautery Flectrode Handle, Pynchon’s ................ 3 00 
F-570 Cautery Electrode Handle, Victor No. 1, with snare 
Sly ems) WOSLhROT |.gecd bapGe fegduaereal sae stews 4 00 
F-575 Cautery Electrode Handle, Victor SS.  . cetaeeoan od fs 2325 
F-585 Conducting Cords, heavy, for cautery work, Her pair. £25 


NEEDLE HOLDERS AND NEEDLES FOR ELECTROLYSIS. 





F-590 Electrolytic Needle Holder, McIntosh ............50.5 7D 
F-595 Electrolytic Needie Holder, McIntosh, with interrupter 1 00 
#-600 Electrolytic Needle Holder, McIntosh, with maznify- 
ie SIRES oa. P42 vc miltewGg sealed ecole bev annbagl ween © ois 1 50 
*F-605 TFlectrolytic Needles, steel bronmches, per doz........ 75 
*J°-610 Hlectrolytic Needles, Hayes’, bulbous-pointel, steel, ‘ 
BT) EE) eels 4:0 ed ples (ones warele sag Wile ws u-we tots 190 -F-590 


QUALITY GUARANTEED.—Specify section letter and number in ordering. 
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Electric Vibrators 


F-620,. VICTOR NO. 1 VIBRATORY MASSAGE 
OUTFIT. 


This vibrator is designed for and sold to physicians | 
exclusively and is unquestionably the best massage 
vibrator on the market. 


This outfit consists of a Victor massage motor, | 
especially wound for this work, and to the motor is 
attached the Victor No. 1 massage handle, which de- 
livers three forms of vibratory massage, viz: (1) 
percussion stroke; (2) frictional or rubbing stroke; 
(3) synchronous wave—a most important movement 
in massage. 

The strength of stroke as well as the number of 
vibrations 1s at all times under perfect control of the 
operz.tor. 

‘The handle is designed in such & way that if can 
be used for general massage without any applicators, 
and for local work the applicators are attached to the 
handle. 

As the applicators are not connected direct to the 
running apparatus, the speed or strength of stroke 
is not affected hy pressure. 





— This machine is furnished with or without pedestal 
as desired. 
i Fo le ees Price, complete with applicators, arranged for 
‘© Fa a Aas? . Be 
CTS A. Cle, plek wp eadees eet bey wud ob vewo eee Sanu eo 
Price, complete with applicators, arranged for 
SHO Go ORR oo wedn tate oh 6 Oe eete~ Seercare . tb 00 
No, 1 Pedestal (illustrated), G@xtra .......-...-.. 20 ut 
Moe. & Peeetnl. Sutra .-ccspeer e< 5545 tages = cmp a 


F-615. VICTOR NO. 16 PORTABLE VIBRATOR. 


For those physicians who do not care for a flexible 
shaft vibrator, we offer the Victor No. 16 vibrator as 
an excellant substitute; it being portable and entirely 
self contained, permits of bedside treatments, where 
there are many indications for vibratory massage. 

This machine is one of the strongest portable outfits 
manufactured; ample provision being provided for ad- 
justment by means of a visible scale. 

The finish is of the highest order and a plush lined 
leatherette case complete with a set of applicators is 
furnished without extra charge. 

Price arranged for operation on either’ direct 
or alternating currents ..... era wialal oad ep ede $45 00 
Price arranged for operation on both currents.... 50 00 





F-622. McINTOSH-CARPENTER VIBRATOR. 


Possesses many unique advantages over others. The hand piece 
does not vibrate the operator, due to a perfectly balanced eccentric 
and & spring cushioning the return impulse. The length of stroke 
can be instantivy regulated by a trigger. The cabinet is mounted 
on a ball-bearing, permitting free motion of flexible shaft. Cabinet- 
work is of quarter-sawed oak in fine, golden finish and is fitted 
with casters. 


Price, for 110 volt direct or 110 volt 60 cycle alternating 
oe 1 i en oe ee re eee iy st 


Priee, ineluding rectifier for 125-140 ecyele alternating cur- 
REIN. site hits é:ns a = mils biSaiee ee Walbro d WE Oe ee ceed Ose aia Ow oe S9p On 


QUALITY GUARANTEED.—Specify section letter and number in 
ordering. 
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Vibratodes 


TS Si 








F=725 


F -695 F-700 
VIBRATODES. 
f oP=680 Cum, smell, soft: rubber, for ‘Pade .:.e. ep ceeces sans denegs pis pee e.-: memeee 
: F-685 Cup, medium, soft rubber, for general application........... rr ey 
| *F-690 Cup, extra large, soft rubber, for abdominal application.................... 
F-69395 Cup, soft rupber,. for Imestoid en od .. ... 0s eee eee eee een eee 
| F-700 Cup, ‘soft $ibber, for: facial apoliantions: a.:c4. ssc sa deaek cc swedaseaeepebae 
erie ip, gott rubber, Gsreatad GOS. + oo. sce ey ace 4 acd eo wekel Mw a ew nulla. . ccoee oa 
F710 Curved, hard robber, for curved surfaces... 2c. ae tee wb pad bee cee e eset eawne 
B-115 Cushioned, fat ener Wir cicsclcis eimai crags fa eh aeons Sib te eo vaca ens cabs 
} F-720 Corrugated, bard rubber, round, for abdominal massage................0.. 
F-725 Convex, hard rubber, roller, for tiwseles.. oa etd ee ee 
F-730 Dise, for vibration and electric tré@stMent... ccc ccnse eee ee ce eestaueee — 
F-77385 Olive, hard rubber, medium, for muscular vibration.................00ec008 
F-730 Prostatic, combined with elactrodeGs..cissicsiecussaccdsds eed meee. sees 
Paieo Rectal: bara rouppe Catterne) .:..cewedmee vewet@ Fe 225 oe hee EW & eee eee 
Bear Tce eeiiseet’ Tomko ae yg voce Jae Qe, oe aa ta wld a g'odlelew Oa 'm bea ae A Be 
MSC RO ree: oer” Ey seed os s (Deo ueweblele as «camebe's oobmnh eo Saee Eb. aps 
BeSah secre LeU eee Hote eee dec aacs errs apes eracec ress eee. eee. , 
Feo! Bikeel) bec! Per Oli bie sia cesses ewig ee slilau oo led OW Mee . mayen. ocak & 


QUALITY GUARANTEED.—Specify section 


om 


letter and number 


in 


ordering. 








1 26 


Lb: 3% 


ee iid 
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Therapeutic Lamps 


ingly, 


therapeutics. 


This lamp places at the command 
who has an ordinary electric light service at his disposal, 
artificial sun light embraced in a 
equipment with which he can obtain, 


F-762. VICTOR SUN THERAPEUTIC ARC LAMP. 


of every physician 


thoroughly practical 
if used understand- 
nearly every result to be expected from the 


most 
elaborate apparatus designed 


for the application of light 


The “Sun” Jamp can be used for practically every 


therapeutic indication for light and heat. 
and is mounted en easy running casters. 


desired height: also to adjust the hood to any angle. 


The reflector is made of heavy glass flux which 
proof against deterioration, means being provided to ad- 
just the rocus to meet the operator's requirements. 


the outfit is self-contained and comparatively Jieht, 


Means sare also provided for raising the lamp to any 


A rheostat of approved constryction permits the pas- 
sage of from ten to fourteen amperes across the are, 


is 


Twelve special carbons and two Ray color screens : 





F-764. VICTOR M. |. P. THERAPEUTIC LAMP. 

This lamp is the best of this particular type to be 
had, regardless of price. 

The socket and reflector are in one piece and the 
reflector is 514 inches in diameter, is triple silver 
plated, and hand burnished. 

' The lamp bulb, when used with the reflector, de- 
livers a little over 76 candle power. 

The reflector is designed to bring the light rays to 
a focal point and with this outfit one is able to get 


eee & 


(red and blue) are included with each lamp. 


Operable on either direct “or alternating current. 
Price, complete .....--+.-: 


oy wb Tipe teres ceqer See Toe 


very 
Price 
Screens, 





BOWE: 6 eric fy Pp ee wer ees a a eee 3 6 50 


blue or violet)...... 1 596 


F-766. McINTOSH STYLE “I” THERAPEU 
LAMP CASE. 


polished aluminum reflector containing a 50 


A set of colored ra~ sereens, ruby and violet. 


stantial, the lamp socket being of porcelain 


lem 
lamp and offering a large volume of heat and light. 





TIC 


The Therapeutic Lamp offered consists of a finely 


[ie 


are 


provided, thus facilitating the use of these forms 
of light energy. The connections are most sub- 


and 


the cord of the latest re-enforced variety, while 
the handle is much more durable than ordinarily 


supplied. With this outfit one can test the value 
of light as a therapeutic agent very satisfactorily. 
Price, Style “I? Lamp Case, as shown........ $12 G0 
Price, MeIntosh Style “G’’ Lamp, same as 
above Without CaS6.c0.- eines pees twee ne 8 00 
Price, McIntosh Style “B” Lamp, without 
screens or case..... 


QUALITY GUARANTEED.—Speclfy section letter and number in ordering. 
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Therapeutic Lamps 
F-772. THE JUSTRITE THERAPEUTIC LAMP. 


Our Vherapentic Jamp produces u 
strong, eoncentrated and penetratine 
light. AS a thermo-therapéutic agent 
The JUSTRITE Lamp has all the advan- 
tages of any of the Jarger and more cum- 
berrome appliances and costs about 1-10 
as much. Ite therapeutic efficiency has 
heen fully tested and it is giving absolute 
satisfaction among hundieds ot physi- 
clans. 

The Hood jis spun from brass, nickel- 
plated inside and oui, thus preventing it 
from changing color by continuous use. 

It is equipped with nine feet of the best 
silk covered cord, Weber's sockets and 
the plug is of the Renjamin type which 
prevents the cord from twisting when 
making connection with the socket. 

In apbearance the Justrite Lamp is 
similar to other lamps but it is very dif- 
ferent in those essential points that dis- 
tinguish a good therapeutic lamp from 
a poor one--Uine that produces the desired 
physiological changes within the tissues 
and one that does not. 


Lamp without screens.......... each $6 00 
SUIS tz mou bie owe Gere LA ee ee va each 1 25 
GIGnes, Bxtr ..6ekaecnuweedaase of ‘AchH 6 OBO 


Lamp complete in tether case 
With three screens...........ench 10 00 





F-768 McINTOSH STYLE “‘B” THERAPEUTIC LAMP. 50 CANDLE POWER. 


‘The illustration shows very convenient form 
ot portable therapeutic limp of most simple de- 
“ign but of very substantial construction; by far 
more durable than the flimsily constructed, low- 
priced Jamps offered on the markei. 


The form of bulb supplied is of the round, 50- 
eande ypower, condensed filament stvle, known 
as the “Stereopticon type.”’ It throws a strong- 
Iv concentrated light, rich in both heat and 
chemicnul rays. 


The soeket is of porcelain and is much more 
substantial than the ordinary brass socket used; 
not to speak of its greater ability to withstand 
the hent. 


Vhe reflector is of highly polished aluminum; 
galhering and focusing the rays upon the de- 
sired spot and affording the full efficiency of 
the bulb. Our reflector will hold its lustre long 
after the cheap nickel pluted hoods have hbe- 
come tarnished. 

. The handle is of hardwood, in neat natural 


finish, proof against the heat to which it is sub- 
jected. An attaching plug with a six-foot 
leneth of cord permits of instant connection 
with anv ordinary lamp socket. 

Be grey ees es ANDAR sp waed ban sip nate -ae $b: OF 





QUALITY GUARANTEED.—Specify section letter and number in ordering. 
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X Ray Apparatus 


F-774. VICTOR WANTZ RADIOGRAPHIC COIL. 


The Wantz outfit differs chiefly 
from the prevailing types of 
induction coils in the following 
respects: 

The size of the core. 


Construction of core (no wire 
used), 


Proportion between primary 
and secondary windings. 


Cross-sectional area of sec- 
ondary wire. 


Insulation (quality and effec- 
liveness), 


Improved type of interrupter. 


SPARK LENGTH. Although 
ine actual amount of material 
used in the construction is 
equivalent to that used in a 30 
inch coil, the main terminals 
are set for twelve inches and 
the surplus energy is converted 
into amperage which is the all 
important factor of radiography. 


PRIMARY AMPERAGE. It is 
possible to pass from three to 
one hundred amperes into the 
primary circuit, thus every need 
of the operator is met in 
therapy as well ss diagnosis. 
This current is controlled bv 
means of a rheostat on direct 
current and a choke coil on the 
riternating current. 


VARIABLE INDUCTANCES, Five inductances are provided for. This means that 
the operator really has five different size coils at his disposal and it is a simple matter 
io adjust any tube ito the outfit. This is an important feature and will be the means 
of saving many a tube which otherwise would have been ruined. 


ON AND OFF SWITCH. This is of the quick break variety and is so designed that 
the manipulation is done with the hand instead of the arm. 


AMMETER. A reliable dead beat ammeter is placed in a convenient position to be 
easily read and its function is to indicate the infiow of the supply circuit. 

TUBE CONNECTIONS. Connection with the tube is made by means of automatic 
spring reels which keep the cords taut at all times. A reducing (device is placed 
midway between the main terminals for reducing the vacuum of the tube from the 
switchboard. 

CENTRALIZATION OF CONTROL. All switches and adjusting devices are mounted 
On or adjacent to switchboard and the operator can make every adjustment without 
changing his position. 

COMPRESSION DIAPHRAGM. ‘The illustration shows the Victor Compression Dia- 
phragm Protection Shield and Tube Stand in operative position. A detailed description 
of this device as well as the coil and aecressories will be sent on application. 

We heartily recommend this outfit to the physician or hospital desirous of installing a 
thoroughly up-to-date, efficient, rapid radiographic apparatus. 


Price Of coll mirraneec for aither BD, Cy of me Coc suwewed ees saad oeeecedal oe vee. Stoo O00 
Pride of single point -electrolytin’ interrtmter, .2i., 552.062 - eee cee ote ene: . #5 00 
Price of three point electrolytic trbéerruptersicsieoee ce be mee eee bee ee ee ee 50 00 
Price of five point electrolytic interrunter.,.... A ee ee ee ee aH 00 
Price of Ammeter ....... pe ee tee Fer eer ree ie A i ne ha ee re See: . §0 00 
Price of Milllampeéremeter (fOr f1DE GITEWIE) . 2. ae cece eee ee eet eee eee i wee ee tee 3a 00 


Price of Rectifier (for alternating current) .;:...s.c6. eee were eas Pe 7 eee a) OG 


QUALITY GUARANTEED.—Specify section letter and number in ordering. 
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X Ray and High Frequency Apparatus 


F-776. VICTOR No. 7 HIGH FREQUENCY OUTFIT. 


This is a late addition to the Victor line of high fre- 
quency apparatus and 
ordinarily 
chines and induction coils for 
queney currents, 
coil, as the case 

This method, at 
aS expensive way 
therapy and we 


resonator which 


is desirous of 


therapeutic work 
this machine before placing an order for 

The No. 7 high frequency outfit is connected direct to 
the lighting circuit and is operated absolutely independent 


of the coil. 
All the high 


Price, arranged for alternating current 
A rotary converter 
which we are prepared to furnish. 


to displace the 
furnished with 
eenerating the high fre- 
machines or induction 
be for the primary generator. 
inefficient as well 
in high frequency 
urge the X-Ray operator who 
currents for his 
investigate the merits of 
a resonator. 


using the 


is a very 
of securing results 


using high frequency 
thoroughly 


available with 
wide range, and perfect control permitting the powerful 
effect in auto-condensation, 
X-Rays Suitable for therapeutic 
thus increasing the scope of the apparatus. 

The purchase price 
fusst class resonator 
which is always used with a resonator, 


frequency 


d’Arsonvalization, ete. 


less than the initial cost of a 


and mercury 


direct current 


static ma- 


pres: 
ta 
ne 
we 
‘| 


wy oi | 

ori i, 
ig 
~~ te 


ok By 


+ a 1 


obtainable, 


interrupter 





F-778. VICTOR NO. 4 HIGH FREQUENCY AND X-RAY GABINET OUTFIT. 





QUALITY 


This apparatus is interrupterless and 
motorless en the alternating current and 
interrupterless on the direct current. 


It delivers all of the high frequency 
currents with an unusually wide range 
and the very best form of control en- 
abling the operator to use any of these 
currents in every form, ranging from the 
most delicate vacuum electrode treatment 
to the most profound effects in auto-con- 
duction, auto-condensation and the bi- 
polar discharge according to Dr. Ondin. 


An ultra violet lamp attachment is em- 
bodied in the outfit. With this apparatus 
one is able to do first class X-Ray work 
ranging from the light therapeutic to 
comparatively rapid radiographic work. 


The No. 4 outfit is easy of manipulation, 
economical in operation and maintenance 
and easy on tubes. These points coupled 
with the fact that no interrupter, rectifier. 
battery or chemicals are required makes 
it an ideal X-Ray and high frequency 
equipment for the general practitioner. 


Price arranged for 110 V alternating 
CVT sl bes dee ooeee 40 i eels one a - $435 00 
Price arranged for 110 V direct cur- 
WEEE w awwiten becedveteherertet essere 515 00 


GUARANTEED.—Snecify section letter and number I[n ordering. 
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X Ray and High Frequency Apparatus 


F-783, VICTOR No. 1 PORTABLE X-RAY AND HIGH FREQUENCY OUTFIT. 





This outfit is designed for the general prac- 
tilioner or surgeon in whose practice there are 
many indications for either X-ray or high fre- 
quency currents or both. 

From this apparatus can be obtained all of 
the following currents or modalities, 

Vacuum electrode, static spark, fulguration, 
high frequency spray or effleuve, Oudin, Tesla 
and d’Arsonval currents, ultra violet rays (from 
A. C. outfit only) and the auto-condensation and 
auto-conduction currents sufficient for all or- 
dinary treatments. 

The range of the X-rays obtainable from this 
coil is truly remarkable; it being possible to 
radiograph any part of the body in a reasonably 
short time. Owing to the nicety of control the 
die may be used for treatment purposes as 
well. 

The No. 1 coil its about three times as power- 
ful as a sixteen plate static machine and as 
they both cover the same field. the advantages 
are in favor of the coil as it is not subject to 
atmospherical conditions as is the static mua- 
chine, neither are any hatteries, motors or chem- 
icals required. 

This machine ts portable, weighing only forty- 


five pounds, consequently it may be carried to the bedside if necessary and connected 
to the most convenient electric light socket. 


Simplicity, durability and a wide range of usefulness are the enrdinal points of this 
yparatus. All parts are artistically arranged and the finish is of the highest order. 
Price, arranged for 110 D. C. complete with set electrodes, handle. cards, ete......$160 60 


Price, arranged for alternating current. complete with above accessories........... 160 00 
Price) arid tee BOC (yr rerees 6 y= ee meer ee mee ee ater PG! os te FP eeae were eese 185 00 


F-784. VICTOR No. 5. PORTABLE X-RAY AND HIGH FREQUENCY OUTFIT, 


This outfit is especially designed 
ear, nose and throat as well as other special- 
ists who have to dea) chietiv with 


ditions. 


All of the high fretuency modalities are 
available for local application 
limited amount of current for localized auto- 
condensation and auto-conduction,. 
are ulso obtainable suflicient for all therap- 
eutic work as well as far radiogranhy of the 


extremities. 


This coil ts operable on either 
alternating currents, simple and easy of ma- 
nipulation, finely finished and 


cuaranteed for two yenrs. 


Price complete with four electrodes, 
and cords, arranged for operation 
both direct and fiternating currents. .875 00 





local con- 


including a 


direct or 


thoroughiv 


for eye, 


X-Fiys 


handle 
on 





F-78. VICTOR GEM HIGH FREQUENCY COIL. 


his little outfit is designed tor the milder high 
frequency modalities, such as vacuum electrodes, 
fulzeration. and static spark treatmenis. 

It is particularly recommended io the eve, ear. 
nose and throat specialist in whose practice there 
are many indications for high frequency therapy. 

The Gem Coil is well made, neatly designed und 
durable, 

Price complete as shown with four vacuum elect- 
rodes. handle, cords and protecting case, 


= 


arranged for operation on hoth currents... .825 00 


QUALITY GUARANTEED.—Snecify section letter and number [n ordering. 
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X-Ray Apparatus 
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F-788. SCHEIDEL-WESTERN INTERRUPTERLESS COIL. 


Above is an illustration of our latest radiographic machine built for the Specialist, 
constructed under the General Electric patents and along our own original lines. 


There is not another type of Interrupterless machine constructed on the plan of this 
equipment. It is constructed for Instantaneous radiography. Cases are built of solid 
mahogany and are perfect in construction. It is noiseless. easy to operate and there 
is nothing to get out of order. 


Write us for full technical description of this machine. 


QUALITY GUARANTEED.—Specify section letter and number in ordering. 
B-29 
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X-Ray and High Frequency Apparatus 
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F-792. SCHEIDEL-WESTERN LATEST COMBINATION RADIOGRAPHIC 
SPECIAL AND HIGH FREQUENCY OUTFIT. 


The above cut illustrates the most complete machine of its kind in existence. 
Gives all classes of high-frequency current, and can be furnished with or without high 
frequency. It is constructed for accurate, scientific X-ray work. 

A radiographic chart is furnished with this machine that explains in a most concise 
manner to the operator just how long to expose any partion of the body of patients 
of all weights, to obtain the best radiographic results. Accurate work is thereby 
assured. This chart is the only one of its kind in existence. 

Write for catalog giving full particulars. 
QUALITY GUARANTEED.—Specify sectlon letter and number in ordering. 
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X-Ray and High Frequency Apparatus 





F-74734. SCHEIDEL-WESTERN “RADIOGRAPHIC” SUIT CASE PORTABLE COIL. 


Weight as shown, 62 Ibs. Shipping welght, 100 Ibs. 


£Tite Wilhouy he Bric) AorastooS: 2a: cent +604 es eee—aromewns b4d ve pa be ess oe ese $160 00 


Above is an illustration of the SCHEIDEL-WESTERN Suit Case apparatus which 
will give all classes of high-frequency as well as X-ray. 


Our “Radiographic’’ Portable Coil outfit consisis of the following:— 


Case of highly polished Quarter Sawed Oak; X-ray attachment; High-frequency at- 
tachment; Cautery attachment; Diagnostic Jamp attachment; D’Arsonval current attach- 
ment: Adjustable tube holder; Automatic self-winding Steel Tapes; Terminal Posts; Slid- 
ing Rod for Spark Gap; Cautery Handle and Cord; Three Cautery Knives; One Diagnostic 
Lamp; Three metal tip High-frequency Electrodes; Cord and Plug for attaching to lighting 
Circuit, 

No special wiring is necessary. It will connect into eny ordinary lamp socket. 

Guaranteed to take picture of a 180-pound patient in a minute and a half. 


Does cautery work and gives current for D’Arsonvalsation, Diagnostic work and 
high-frequency. 


Workmanship the best. The name SHEIDEL-WESTERN is a guarantee, this concern 
being the oldest and largest exclusive manufacturers of X-ray apparatus in the 
world, 

Write for latest catalog and full description of this apparatus. 


QUALITY GUARANTEED.—Specify section letter and number In ordering. 
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F-798. SCHEIDEL-WESTERN RADIOGRAPHIC TABLE AND COMPRESSION 
DIAPHRAGM. 


Dimensions: 4 ft. 3 in. long, 4 ft. 1 in. high, 3 ft. 1 in. wide. 


A FEW USES:—Steady, firm, heavy compressor, absolute protection from: the ray, 
gweneral examination table. Stereoscopic, Radiographic, Fluoroscopic examinations con- 
venient and safe; Therapeutic Ray completely controlled by diaphragms; High-fre- 
quency by Auto Condensation with Auto Pad, if desired. 

A FEW ADVANTAGES:—Universal bearings, allowing free, smooth movement in 
all directions; single support for diaphragm allows table to be cleared when placing 
patient; gears do not have to he locked, they stay in place. Graduated table top and 
upright, guarantee correct position of plate, patient and tube. 

Price, table complete ........ oo are nw Lit tae LAW ok ancald-b lt daa) a @beobe che ebot dnc be $1 
Table: pomigete ‘Silt Math CHENION 040-2 >. eigen ee eee Abe eke Sek uke oe Rea wodeeme 


QUALITY GUARANTEED.—Specify section letter and number in ordering. 
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X-Ray Accessories 





F-802. SCHEIDEL-WESTERN PROTECTION SCREEN. 
Price, $30.00. 


The Shield Covered With 1-16 in. Pure Lead, and With Imported Lead Glass Window. 


We herewith illustrate the Scheidel-Western Protection Screen. For operators de-’ 
siring a good shield from the X-ray at a moderate price, this screen is highly recom- 
mended. It is covered with one piece of lead through which the rays can not pass 
and lead glass is provided for observation. "(he shield is 30 inches wide and 6% feet 
high; is mounted on casters so that it may be easily rolled from place to place. 


Dimensions: 6 ft, 6 in. high, 2 ft. 6 in. wide. 


QUALITY GUARANTEED.—Speclfy section letter and number $n ordering. 
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F-804. SCHEIDEL-WESTERN LATEST DIAGNOSTIC BOX. 
Dimensions: 2 ft. long, 2 ft. 24% In. high, 1 ft. wide. 


We illustrate the latest Scheidel-Western Diagnostic or lluminating Box with stereo- 
scope attached. It gives the best view of an X-ray negative in a uniform, white, 
adjustable light. 


It incorporates not only the variable lieht features, but attached to it Ils an adjustable 
stereoscope for viewing stereoscopic negatives; a separate frame for holding two 
38x10 negatives is also provided. This feature is a decided departure and for simplicity 
and economy of space has not heen equaled. 


The box is white on the inside and the lamps are so arranged that only reflected Ileht 
passes through the negative. The box with lamps is wired on slate and porcelain toa 
conform with national code regulations. 


Box OOF) cewnas few rr Seti ake te mo peeseet eek er ee Salwe Niels $25 00 
Box with stereoscope attached ........ 0.0: ene eee eee od ald biel Find End are d onatt a, . 60 06 
Stereoscope only, without bracket..... Seay abd’ o'a hth beh hake al Sono sce ne fay -«» 20 06 


QUALITY GUARANTEED.—Specify section letter and number In ordering. 
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X-Ray Tube Stands 





F-796 F-796 


F-796. THE “SCHEIDEL WESTERN” LATEST PROTECTION 
TUBE STAND. 


This stand represents the best that can be produced in a medium priced stand ana 
is the best substitute for a compression table where the operator’s work does not justify 
the extra expense. 

Advantages. 


(1) It affords absolute protection to operator from Ray. 

(2) One-half inch GLASS protection shield around tube. 

(3) Gives compression, the Brass cylinder cuts out secondary ray, ete. For the 
bhysician using X-Ray, this is one of the ‘‘Rarest of Bargains’’ ever offered. 
Pm -COGpleLe: wa DNS ITe er) eek. oe5,6 bo cite UR eee oes wee yaw 028 oe eel pea pueenas net $50 00 


A detachable plate holder is furnished with this stand if so desired and provides for 
raking stereoscopic pictures. This plate holder is independent in movement from the 
tube, which is an absolute necessity in doing stereoscopic work. This stand is counter- 
weighted, making it possible to raise or lower the head without physical exertion. 
Pees OF Pinte older, SEW oreo wire tibe Wa dda s dea Os cea lees aad toes glace seep ene UD 


*F-797. THE “SCHEIDEL WESTERN” PLAIN TUBE STAND. 
This is a plain stand, well constructed, and is the best of the cheaper type of stands. 


It is perfectly rigid, has a heavy base and will hold a heavy tube shield without vibration 
or danger of tipping. 


TG, COUPER aeiee poesnie whee idoiiene ox a i eewea Liste ehh © maeht ia) u’cielvinte sf nie e-Palett Ee «-ee-net $12 00 


QUALITY GUARANTEED.—Specify section letter and number in ordering. 





